N95 RESPIRATOR 
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FITTING INSTRUCTIONS. 


Hold the respirator by cupping it inthe hand with the narrow end away 
from you and the headbands hanging ireely outside the hand 


cS 
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‘3. Pross the respirator against the face, then pull the top headband aver 
the head and position 20 ifs securely a the top ofthe crown ofthe 
head. Pull the botlom headbane aver fe head and down past the ers 
Uni Ie rests on tne neck 


4. Gently move the respirator on the face untl the face seal iouches 
t comfortably onthe face al along its length, I glasses are fo be wom, 
the facepiece should be iow erough on the face not to inlerfere with 

the spectacle trame 


| 5. Carefully adjust the metal nose clip to ft snugaly on the bridge of the 


nose and chook ares, 








6. Before entering a hazardous atmosphere, canduct OSHA compliant fit 
testing as part of your total respiratory program: usa U.S. Safty Brox 
Fit Testing Kit, P/N 79260, 


‘ See Enclosed Matrix For Specific Approvals 


U.S.SAFETY 


8101 Lenexa Drive Lenexa, Kansas 66214 
800-821-5218 
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ADVERTENCIA: 
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INSTRUCCIONES DE COLOCACION 


1. Sostenga el respirador on la mano con et extrema angosto alajade de usted y con las 
Dandae para la cabeza colgando Ibremanta fuer de kx mano 


Sostenga la correa superior para la cabeza en la otta mano y traiga el respirador hacia et 
rast, eotocando la barbila en a! extrem qranda y redondeada dal rexpiador, Incline el 
respirador hasta que el axremo angosta toque el pusnte nasal. Coloque el tespvador Ge 
matlo que este en comodo contacta cen todas las partes de! rostra, 


33 Presiona al respirador conta el rosa, luego stir fa banda superior sobre la cabeza y 
cbioqueta ve lal manera que se sjuste en forma segura en la parte superior de la eabeca, 
Estire la handa inferior sobre I cabeza y hacia abajo, man ala de las reas, hasta que 
ascanse en la ile. 


4. Mueva suavemente e! respitador sobre. rostto hasta que al sello facial toque 
comedamente el rostra a fo lg de toda sulongitud. Sise ullizan anteojon, ia plaza 





focal debe esio lp auelentemente ta sobre el rosto pata eer Co of Falco 
=> |S: Aluste cuidadesamente a pinzs nasal metaica para que se adaple comostamente sobre ¢ 


puente dela nan fa zona ee las meas, 


= 6. Avant Senter dans une atmosphere toxique, efectuer Ie test de canformiteaux normes 
HOSHA dans le cadre do notte programe resparatoie total; utliser le Biren Fit Testing 
KitGU'S. Safety. P IN' 79260. 








Ver la matriz adjunta para | AP#N#S820 


verificar a probaciones 
especificas. 
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MASQUE RESPIRATOIRE NOS 
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INSTRUCTIONS DE MISE EN PLACE 


is 1. Tenir la masque respiratoire dans le creux de la main, fextremit_ la plus 
‘elroie eloignee de sol, et les brides pendant lbrament hors de la main 
2, Sbisirla bride supeneure dans faulre rain, et amener le masque vers le 


visage, en placant le menton dams la grande pare ronde cu masque 
Fespiraioite. Incner le masque respirataire usqu's e que le bord la plus abrat 
touche Fare te du nez. Positonner le masque respiratoire jusqu'a e quil sit 
canfortablement en contact avec tous les points du visage. 


3. Appuyer la masque respiratoire contre Ie visage, puls passer doucementa 
bride superiaure par dessus la tele ota posilionrar de facon ce gurl soit 
bien aiustee sur le haut du crane. Passer la bride infeneure par dessus la tole 
et la faite descanare en dessaus des orelles juseuiace quelle repose sur le 





4 Deplater doucement le masque respiratoi sure visage jusqu’ace quo le 
é joint soit confonablement en contact avec le visage sur toute Sa longueur Si 
Ton doit porter des hunsties, le masque dol tre plac 


sufisamment bas sur le visage pour ne pas generis part dela monlure des 





luneties, 
aa ‘5. Aluster soigneusement la pince nasale molalique pour quille s'adaple 
Cenfortablement sur arete du nex et surla zane de la joue 
Pa 6. Avant entrar dans une atmosphere toxique, ellectuer Ie test de conform 


aux nonnes POSHA dans Ie cadre de notre pragramme respiraoira total 
Ulliser te Bivex Fit Testing KI'U.S, Solely, PN 79260, 











URE LE TABLEAU DE MISES EN GARDE AVANT L’UTILISATION 


1.5.SAFETY 


8101 Lenexa Drive Lenexa, Kansas 66214 
800-821-5218 


